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PREFACE 


The "heterodyne" method of high specificity trace gas 
analysis was first suggested by Mr. J. Dimeff of NASA, Ames Re- 
search Center. The principle encompasses the density modulation 
of a reference and a sample gas in two chambers sequentially 
spaced along an optical pathlength. The density modulation is 
accomplished at different frequencies, f^ and ± 2 ' chambers. 

Means are provided to observe the absorption of a beam of infrared 
radiation which passes sequentially through both chambers to a 
radiation detector. Under contract NAS2-6358, Andros Incorporated 
performed experimental investigations to determine the working 
parameters of a "heterodyne" gas analyzer. At the conclusion of 
the contract, an experimental prototype three-gas (CO, CO 2 CH^) 
"heterodyne" infrared gas analyzer was constructed. 

The work performed under contract NAS2-6358 fell into three 
naturally separable phases as follows: 

PHASE I . 

Andros constructed breadboard hardware to demonstrate detec- 
tion of a gaseous species by the "heterodyne" principle. 

The characteristics of many of the component parts which had 
to be developed were investigated. Preliminary measurements 
\}QT& conducted which established the sensitivity and selec- 
tivity of this method of gas analysis for the gases CO, CO 2 
and N 2 O, After the conclusion of this phase, a prototype 
"heterodyne" gas analyzer was designed and built by NASA, 

Ames Research Center, personnel. 

PHASE II. 

The prototype heterodyne gas analyzer built by Ames Research 
was debugged and brought into operational condition. Perform 
ance parameters of the prototype analyzer were then explored 



and its sensitivity to CO 2 was measured. At the conclusion 
of this phase it was apparent that a major redesign, based 
on the results of Phase I and Phase II would yield a "second 
generation" prototype instrument with substantially improved 
performance and flexibility. 

PHASE III. 

Further component development was undertaken in both the 
optical bench and the electronic processor of a heterodyne 
gas analyzer. A three-gas prototype analyzer, capable of 
measuring the gases CO, CO 2 and CH^ was constructed and tested. 

Detailed descriptions of the work conducted under Phases I, 

II, and III form Sections 1, 2 and 3 of this report. The final 
performance data obtained from the three-gas prototype heterodyne 
analyzer are presented in Section 4 of the report. 

Appendix A consists of a technical paper on the heterodyne 
gas analysis principle which was presented at the AIAA Joint Con- 
ference on Sensing of Environmental Pollutants by Andros and Ames 
Research Center personnel. Appendix B siunmarizes the efforts de- 
voted to the development of miniature Helmholtz resonators, a key 
component of a heterodyne analyzer. Although miniature resonators 
were not used in the final prototype analyzer constructed under 
the present contract, it is felt that they probably would be used 
if a commercial version of the instrument were developed, and so 
their development is included in this report in the interests of 
completeness and to provide guidance to others who may wish to 
make use of their properties. 



1. EXPERIMENTAL EVAULATION OF THE HETERODYNE PRINCIPLE 

1.1 Introduction 

The initial phase of this contract was concerned with both 
investigating the feasibility of detecting trace quantities of 
gases using a pressure-modulated heterodyne technique, and the 
construction of certain crucial elements of an instrument that 
would employ this technique. 

1.2 Characteristics of Pressure Modulators 

It is possible to generate large pressure excursions using 
either of two distinct types of acoustical resonators. The most 
common type is the distributed resonator using open or closed 
tubes of uniform cross section. The second type of acoustical re- 
sonator. is the lumped, or Helmholts, resonator, in which gas 
surges back and forth through a connecting pipe or aperture between 
two volumes. An expression for the Helmholtz frequency, fjj, is 



where c is the velocity of sound, S and 1 are the areas and length 
of the connecting pipe, and and V 2 are the volumes at either end 
of the connecting pipe. Both types of resonating cavities have been 
investigated. 

A limited initial effort was made to investigate the best geo- 
metry for producing acoustic resonances by using microphones as the 
pressure transducer. However, it quickly became apparent that un- 
ambiguous interpretation of the signals obtained is very difficult, 
due to microphonics and non-linear response of the pressure trans- 
ducer as well as mechanical vibrations of the system. Therefore, 
pressure excursions in the initial experiments have been estimated 
by observing the modulation of black body radiation by an infrared 
active gas inside the resonating pressure system. Using this tech- 
nique, the very effect sought (i.e., modulation of radiation) pro- 
vides the method of estimating the gas pressure excursion. 
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The general experimental arrangement is shown in Figure 1.1. 


/ 



Figure 1.1. Schematic of resonator study arrangement. 


Signals from the infrared detector have been observed at the 
driving frequency which may be ascribed to one or more of the 
following sources; 

a. Modulation of the absorption of black body radiation 
by the 4.3vim band of CO 2 . 

b. Temperature fluctuation of the vessel walls due to heat 
transfer to and from the gas (at the resonant frequency) . 

c. Thermally induced emission of CO 2 at 4.3pm. 

d. Microphonics of the detector. 

e. Modulation of the transmitted radiation in both resona- 

tors by its reflection from mechanically vibrating 
surfaces and beam-defining apertures. 

f. Detector noise. 

g. Pressure modulation due to wide— band noise of the driver 
power supply. 

It was expected that signals arising from sources (b) and (c) will 
fjot present problems at the heterodyne (side band) frequencies of an 
actual gas analyzer. All experiments performed used a driver designed 
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for use with horns. Among the advantages of this source of audio 
power as against other types are that they a) are designed to 
operate at high input electrical power levels, b) have a compact 
size, c) produce the largest sound level intensities, and d) are 
contained in a housing which is convenient for incorporating intp 
an experimental system. 

These initial experiments used the University Sound driver 
type ID- 60 (capable of consuming 60 W of power) as the source of 
acoustic energy and either pure CO 2 or 1/4% CO 2 mixture in N 2 as 
the gas filling. Carbon dioxide was used rather than CO for these 
investigations because more care would be required in the construc- 
tion of the test systems if CO were used due to the toxic nature 
of CO. Approximate values for the change in absorbing thickness 
for unit change in pressure have been derived as a function of 

the mean absorbing thickness, from the curves of growth for CO 2 

(neglecting temperature variation of the gas) and used to estimate 
the pressure fluctuation from the modulated infrared signal. In 
all calculations, the absorption of radiation by CO 2 in the air has 

not been included. While the error this contributes to any particu- 

lar measurement may not be negligible, it is expected that the 
calibration technique used reduced this error to a second order 
effect and, in any case, should not affect the use of the results 
of the calculations to determine the relative performance of the 
various resonators examined. 

The, general shape of the Standing Wave and Helmholtz resona- 
tors used are shown in Figure 1.2. 

A siimmary of the experimental results obtained so far for a 
number of resonator configurations is given in Table 1.1 

As a figure of merit for comparing resonators, the percentage 
pressure fluctuation at one atmosphere mean pressure per watt of 
ohmic power loss in the coil at the resonant frequency is included 
in the table. For a mixture of 1/4% CO 2 in N 2 , the highest figure 
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Figure 1.2. Schematic of the two types of resonator cavities. 


of merit obtained to date is 2.2% of an atmosphere per watt dissi- 
pation with the Mk II Helmholtz resonator for which the pressure 
excursion for a total input power of 14 watts is estimated to be 
about 10% of an atmosphere. It is unlikely that the pressure 
fluctuation derived deviates from the correct value by more than 
a factor of 2. The value listed for the Q of each system has been 
derived from the shape of the graph of modulated signal vs. fre- 
quency. The resonator configurations used to obtain the results 
of Table 1.1 are shown diagrammatically in Figure 1.3. 

In the following paragraphs, a brief account of the various 
unwanted signals is given: 

A signal at the driving frequency is observed when CO 2 is 
present in the resonator and no black body radiation is incident 
on the resonator. If this modulation were all thermally induced 
emission, then for a gas filling of 1/4% CO 2 and N 2 , the magnitude 
of this emission would be about 10% of the modulated absorption 
black body signal (for the same pressure excursion) . However, 
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TABLE 1.1 


SUMMARY OF EXPERIMENTAL RESULTS FOR 
A NUMBER OF RESONATOR CONFIGURATIONS , 



Standing Wave 
Tube 

Helmholtz 

Resonator 

Units 


Mkl 

Mkl 

Mkll 


Frequency for max. 
modulation of radiation 

1890 

350 

550 

Hertz 

Input power 


17 

14 

watts 

Ohmic power loss 

3.7 

11 

4.5 

watts 

% of CO 2 in gas sample 

1/4% 

1/4% 

1/4% 

Remainder 
is N 2 

Absorption path length 
in resonator 

2 

2.4 

2.4 

cms 

Peak modulated signal 
DC black body signal 

1 

200 

1 

250 

1 

120 


♦Estimated Pressure 
fluctuation (p~p value) 

7% 

5% 

10% 

% 

% Pressure fluctuation 
Ohmic power loss 

1.9 

0.5 

2.2 

% atmosphere 
per watt 

[**Q 

30 

10 

5 

1 

* This is probably correct to within a 

factor of 

2. 


** Definition following 

Terman, Radio Engineering, 

p. 41 . 

(See text.) 
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some of this apparent thermally induced emission signal is not 
due to CO 2 since a signal (though much smaller) is also observed 
using interference filters centered on other gases (4.6 and 5.3pm). 
Impurities contributed by the gas handling system as well as non- 
metallic materials in the construction of the driver might account 
for the apparent thermally induced emission observed at the wave 
lengths other than CO 2 . It is interesting to note that the modu- 
lation of black body radiation by CO 2 and the effects ascribed to 
thermally induced emission are quite clearly of opposite phase — 
which is consistent with the explanation proposed. 

When pure N 2 is used in the resonator and no black body 
radiation is incident on the resonator, a signal is still observed 
at the driving frequency whose dependence on the frequency is 
similar to that of C02- However, the magnitude of this signal is 
small compared with that observed when CO 2 is present. This signal 
is observed at wavelengths other than the 4,3pm band of CO 2 . There 
are at least two possible processes contributing to the signal: 

a. Thermally induced emission of infrared active gas 
impurities. 

b. A more likely cause, however, is suggested by a calcula- 
tion which indicates that a signal could arise from 
changes of the black body emission of the walls of the 
resonator as the temperature of the vessel attempts to 
follow the pressure induced gas temperature variations. 
(Note that a 10% pressure change in N 2 is accompanied 
by about a 10° C temperature change.) 

By modifying the geometry so as to prevent the detector from 
seeing the metal walls of the resonator, the observed signal (which 
can be as large as 10% of the CO 2 absorption modulation) is 
drastically reduced. 
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A small microphonic signal due to vibratory motion of the 
cavity walls and the detector itself is also observed. The magni- 
tude of this signal can be substantially reduced by using a rigid 
optical structure and by taking steps to prevent the direct re- 
flection of black body radiation from vibrating surfaces. 

1 . 3 Heterodyne Detection of CO ^ and N ^O 

Initial studies of the detection of CO 2 at the heterodyne 
frequencies were first observed using a liquid nitrogen-cooled 
indium antimonide detector. Using a 5 cm long sample cell and 
10 second integration time, low concentrations of CO 2 (for example 
10-20 ppm) were measured with an RMS noise level of approxi- 
mately 0.3 ppm, 

A schematic diagram of the experimental arrangement is 
shown in Figure 1.4. The average total pressure in both gas cells 
is 1 atmosphere, with CO 2 being the infrared active gas studied 
and N 2 providing the balance of pressure. The optimum partial 
pressure of CO 2 in the reference cell to produce highest sensitivity 
has been found experimentally to be about 4% of an atmosphere 
(i.e., an absorption path length of 0.1 atm cm). Low partial pres- 
sures of CO 2 are introduced into the 5 cm long sample cell . Typical 
driving frequencies of the reference and sample cells are 500 and 
800 hertz respectively. Modulated black body signals at both 
driving frequencies and sideband frequencies are amplified and then 
passed through a high pass filter to reduce the very large (e.g., 

2 volt p-p) reference cell signal while only slightly attenuating 
the 1300 hertz heterodyne signal. A permanent record of the wave 
analyzer output is obtained by plotting its output on a chart re- 
corder. University Sound ID-60 drivers were used as the source of 
acoustic energy. 

Contributions to the signal at the heterodyne frequency have 
been identified corresponding to the following sources: 

a. Absorption of radiation by CO 2 in both cells (i.e., the 
desired signal) . 
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b. Reflection of radiation from the vibrating walls of the 
gas cells. 

c. Noise present in the reference driving voltage at high 
power levels resulted in the presence of pressure waves 
at the heterodyne frequency and hence direct modulation 
of the black body radiation at this frequency by the CO 2 
in this cell. 

d. Noise in the infrared radiation detector. 

e. The local oscillator in the wave-analyzer beats with the 
heterodyne frequency signal resulting in an output whose 
magnitude oscillates about the true value. 


Reference 

cell 
i 


Sample 

cell 


2.5cm 5cm 


Driving 

frequency 

*■1 



f n 


Filter 


Driving 

frequency 

*■2 



frequency 

F + F 
*1 2 


Figure 1.4. Experimental arrangement of initial heterodyne apparatus. 

The reflection signal, (b) , is out of phase with the CO 2 absorp- 
tion heterodyne signal. Hence if a coherent detector were used, 
the effect of this signal would be to depress the zero ppm of CO 2 
level. However, experience suggests that it is possible to reduce 
this source of systematic error until it is no longer significant 
by using high Q gas resonators and careful mechanical arrangement. 
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The heterodyne signal source, (c) , can be removed by using 
a high Q gas resonator and its associated lower input power re- 
quirements. 

Finally, the use of phase sensitive detection techniques 
whose reference is derived from pressure transducers in the gas 
resonators will eliminate the beat character {e) of the heterodyne 
signal. 

Subsequent studies using a thermoelectrically cooled PbSe 
detector and an optical system specifically designed to reduce 
mechanical vibration, produced threshold sensitivities for CO 2 , 

CO and N 2 O of 0.2, 4 and 0.4 ppm respectively. In addition, 
lower limits to the cross-sensitivity of each of these gases for 
the other 2 gases have been established, as well as verifying 
that large improvements in the rejection ratio can be gained with 
the use of negative gas filters, for the case where a given pair 
of gases have strong interfering absorption bands. 

A summary of the results is given in Table 1.2. 

The experimental conditions under which these results have 
been obtained are; 

a. 2 cm long sample and chopper cells. 

b. Total pressure excursions of 20% atm and 30% atm in the 
sample and reference cells respectively. 

c. Operation of the black body source {a cigarette lighter) 
at a power level of less than a quarter of the maximum 
at which it can be operated. 

d. High pass and band pass filters have been used to reduce 
the signals generated at the fundamental and third har- 
monics of the modulating frequencies, to within the 
dynamic range of the Quantec RMS voltmeter that is used 
to measure the heterodyne signal. 
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TABLE 1.2 


SUMMARY OF BASIC SENSITIVITY 
AND REJECTION RATIOS OBTAINED 


Gas 

**Threshold 

Sensitivity 

Gas filter 


CO 

NjO 

:02 

0 . 2 ppm 

— 

>500*:! 

>500*:! 


0.2 ppm 

1 atm cm of CO 

>1500*;! 

— 




(Probably >15,000:1 



0.2 ppm 

1 atm cm of N 2 O 

— 

>15,000:1 




ro 

0 

CO 2 

20 

4 ppm 

— 

15:1 for 2% N 2 O 




— 

2.5:1 for 0.04% 



7 ppm 

1 atm cm of N 2 O 

70:1 for 2% 

-- 




50:1 for 0.04% 

— 


4 ppm 

1 atm cm of CO 2 

— 

>5,000*:1 




CO 

0 

0 


0 0.4 ppm 

— 

50:1* for 0.12% CO 



0 . 4 ppm 

1 atm cm of CO 

>500* :1 for 0,12% CO 

— 


0.4 ppm 

1 atm cm of CO 2 

: ■ ..... i 

— — 

>5,000*:! 


* These values actually represent heterodyning of the radiation in the 
detector and preamplifier due to their non-linearities. 


** Threshold sensitivity is her defined as the number of ppm of gas which 
produces a heterodyne signal equal to the RMS value of the variation 
of the detector/preamplifier’s noise, at the heterodyne frequency. 

*** Note that the filter used in these measurements transmits only one 
branch of N 2 O 
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e. An integrating time constant of 10 seconds has been 
used in the determination of threshold sensitivity. 

f. Measurements were performed at the sum heterodyne 
frequency since the detector noise is a factor of 3 
less at the sum than at the difference frequency. 

A serious limitation of the apparatus used has been found to 
be non-linearity of the thermoelectrically cooled PbSe detector 
and its preamplifier (Andros design) . For example, this non- 
linearity results in a large heterodyne signal when the sample and 
reference cells are filled with CO 2 and N 2 O, respectively (since 
both these gases produce large modulation of the infrared radiation ) , 
which corresponds to an apparent rejection ratio of 500:1, when, in 
fact, the absorption spectra of these two gases near 4.3um have only 
a very small overlap and the rejection ratio must be quite large. 

This emphasizes the need to have extremely linear data handling 
electronics if an instrument is to be insensitive to the presence 
of large quantities of gases having absorption bands within the 
pass band of the interference filter. This problem is more acute 
in an instrument which is designed to measure simultaneously the 
concentration of a number of gases, because of the much wider pass 
band required by the interference filter. 

A related problem is the large decrease in responsivity of 
the present detector as the light flux is increased. For example, 
by raising the temperature of the black body source above that 
currently used, the radiation intensity can be raised fourfold. 
However, with the present detector biasing arrangement, the 
responsivity drops by about a factor of four, and the detector 
becomes considerably more non-linear. Hence the present measure- 
ments have been performed at a reduced incident flux level. 

Experimental results for the cross sensitivity of N 2 O with 
CO are shown in Figure 1.5. These results were taken with the 
apparatus shown diagraramatically in Figure 1.4. The N 2 O rejection 
ratio of a CO analyzer is a strong function of the total N 2 O 
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concentration in the sample cell. This is a case of strongly 
overlapping absorption bands where the use of negative gas filter- 
ing can substantially increase a rejection ratio. Figure 1.6 
illustrates the CO, N 2 O band overlap. 

Some attention was given to the possibility that signals at fre 
quencies other than the simple heterodyne frequencies f^^ + f 2 
may also be of interest; for should the cross-sensitivity depend- 
ence of these signals differ significantly from that of the + 
f 2 signals, it may be possible to use this information to correct 
the error contribution produced by other gases to the f^ + f 2 
signals. In particular, the ratio of second-to-f irst harmonics of 
the reference frequency of the modulated infrared radiation signal 
may be related to the rejection ratio. However, attempts to in- 
vestigate this correlation were inconclusive due to the presence 
of second harmonic distortion in the acoustic drivers. 
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0 . 02 % 


0 . 2 % 




N2O Concentration ^ 

Figure 1 . 5 . Variation of the N2O rejection ratio of a 
heterodyne CO Analyzer with concentration 
of N2O in the sample cell. 



2 CALIBRATION AND EVALUATION OF THE AMES HETERODYNE GAS ANALYZER 

2.1 Brief Description of the Ames Analyzer 

The prototype heterodyne gas analyzer supplied to Andros by 
Ames Research Center is shown diagrainmatically in Figure 2.1. A 
block diagram of the electronic circuitry of the analyzer is shown 
in Figure 2.2. Individual blocks of the processing electronics 
are shown in Figures 2.3 through 2.11. A complete description of 
the instrument is included in Appendix A of this report, "Heterodyne 
Method for High Specificity Gas Detection" presented to the AIAA 
Joint Conference on the Sensing of Environmental Pollutants. 

Three basic changes over the preliminary design study bread- 
board instrument described in Chapter 1 were considered desirable 
and were incorporated into the Ames prototype instrument. First, 
the optical system was modified to incorporate a 10 cm sample cell 
{five times as long as in the breadboard) . The optical system 
shown in Figure 2.1 also conveniently provides for several static 
absorption cells to be placed in the beam; such cells can be used 
as filters to eliminate undesirable sensitivity to unwanted gases 
in special cases. 

The second basic modification was an improvement on the 
acoustic driver-Helmholtz resonator design which permitted a 
greater fractional gas density modulation combined with "self turning" 
of the driver to the Helmholtz resonant frequency. 

Thirdly, the electronic system was designed and constructed to 
provide phase-sensitive detection of the signal at the heterodyne 
frequency. The reference signal for the phase-sensitive detector 
was derived from (and locked to) the variable difference between the 
drive frequencies of the sample and reference cell modulators. 
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Figure 2.2. System Block Diagram 
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Figure 2.11. Preamplifier Circuit 




2 . 2 Debugging the Ames Analyzer 

The prototype analyzer delivered to Andros, although com- 
pletely assembled, had not been tested as a system and so the 
first task was to make the system operational. 

The optical system was found to have large gas leaks which 
were primarily traced to the J.B. Lansing acoustic driver units. 
These units are, of course, not designed to be gas tight, and 
suffered from two major difficulties in the application; 

a. The end caps did not seal well to the driver body, nor 
were the electrical feedthroughs suitable for gas-tight 
service. A rubber sealing ring was placed between each 
end cap and driver body and the feedthroughs were sealed 
with epoxy to overcome these difficulties. 

b. The internal construction of the drivers is such as to 
leave some large "dead" gas spaces, and the net result 
is that initially the Helmholtz cavities showed a long 
time response to a change in gas concentration. This 
problem was largely cured by providing small communica- 
ting holes between the air spaces in the driver, and by 
removing the foam sound absorbing material packed in 
the end cap. In addition, all of the internal metal 
surfaces in the drivers which were accessible were 
coated with epoxy to render them less porous. 

The other main problem encountered with the prototype analy- 
zer was in the driver-oscillator circuits. Initially the circuits 
were found to be unstable at turn on and frequently the system 
would start to oscillate with high amplitude at around 5-6 KHz 
instead of at the Helmholtz frequency near 500 Hz. This was 
eventually tracked down to a resonance of the pressure transducer. 
Many iterations and interim solutions to this problem were tried 
out before the circuitry was finally modified as described in 
Chapter III. At this stage we arrived at an interim solution where 
both the sample and reference oscillators would operate reasonably 
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stably with peak-to-peak pressure excursions in the cavities of 
1,5 to 2.0 psia. It was then decided to proceed with some gas 
sensitivity measurements with the prototype analyzer before con- 
templating further modifications to the instrument. 

2 , 3 Gas Measurements with the Prototype Analyzer 

Carbon dioxide was selected as the most suitable gas to use 
to measiire the instrumental sensitivity. CO 2 has an exceptionally 
strong (S = 2500 atm”^ cm“^) absorption band at 4.35p in the 
infrared, also it is a non-toxic and easily handled species. 

From the start of gas measurements, it was clear that the 

analyzer had poor sensitivity, and that this was due to the low 

transmission efficiency for radiation from the infrared source. 

Measurements were made of the total black body power striking the 

detector, and the power in a wavelength interval near the 4,35u 

COo band. The measured transmissions are shown in Table 2.1, and 
2 _4 

were somewhat less than 10 


TABLE 2 . 1 

MEASURED TRANSMISSION EFFICIENCY OF THE AMES PROTOTYPE ANALYZER 


Wavelength 

Interval 

Power leaving 
IR Source (Watts) 

Power detected 
by detector 

Transmission 

Total 

4.1 - 4.7u 

! 

4 

0,38 

0,32 X 10"3 
0.018 X 10“3 

0.8 X 10 -^ 
0.5 X 10~4 

1 


The low transmission is due primarily to the 0.2" diameter 
stop placed 1 1/4" from the IR source as shown in Figure 2.1. 

Additional losses come from transmission through 3 lenses and 4 
windows, the second stop, and the detector which does not intercept 
all of the final beam image. The measured attenuation was in 
agreement with the attenuation expected from the design of the analyzer. 
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Signals out of the detector at the primary modulating fre- 
quencies and at the heterodyne frequency were as expected from 
the black body flux incident on the detector. The C02'in one cell 
was replaced by N 2 O to verify that the signal at the heterodyne 
frequency was due to heterodyning in the gas and not in the 
detector or electronics. Noise levels were also measured and 
agree well with the noise level quoted by the manufacturer of the 
detector. Heterodyne signals for various gas concentrations were 
measured to determine the ultimate sensitivity of the instrument. 
With 1.3 psi p-p pressure excursions in both cells, and with a 
10 second integration time the signal-to-noise ratio was unity 
at 50 ppm CO 2 . By increasing the p-p pressure excursions in both 
cells by a factor of 3 (which we were unable to do because of 
problems with the driver units), the sensitivity could have been 
increased by roughly an order of magnitude to obtain a sensitivity 
for the instrument as delivered to us of 5 ppm CO 2 . 

All of the electronic processing circuitry of the Ames 
heterodyne analyzer operated satisfactorily at the limit of 
sensitivity of the instrument. At this point it was concluded 
that the next step should be to reconfigure the optical system for 
higher throughput to increase the basic instrumental sensitivity. 
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3 DESCRIPTION OF THE FINAL HARDWARE 

Introduction 

At the conclusion of the testing program of the Arties Proto- 
type Heterodyne Analyzer it was clear that a redesign of the 
optical bench and the electronic processing circuitry would yield 
a "second generation" prototype instrument with substantially im- 
proved performance and flexibility. 

Modifications to the optical bench were primarily directed 
toward improving the energy throughput as a means of substantially 
increasing the sensitivity of the analyzer . Referring back to 
Figure 2 . 1 , the optical system modifications consisted of removing 
all aperture and lenses from the system and rearrangement of the 
remaining components to close up the spaces between the source, 
resonators and detector. A conical light collector, of half 
angle 25°, was installed on the infrared detector. In the new 
optical system most of the forward going radiation from the black 
body source was reflected from the resonator walls and efficiently 
collected by the light cone and focused onto the infrared detector. 

It can be estimated from the sensitivity measurements detailed in 
Section 4 that the radiation throughput was increased by a factor 
of 20-40 over the Ames prototype analyzer, with a similar increase 
in sensitivity to gaseous species in the sample cell resonator. 

The penalty incurred in using reflected radiation from the resonator 
walls (this radiation was eliminated in the Ames prototype analyzer 
described in Section 2) was that the optical system became some- 
what more vibration sensitive, as was to be expected. This was 
resolved by mounting the infrared source, infrared detector and 
both resonators very solidly to a massive baseplate (10 lbs) so 
that relative motion of the components was essentially eliminated. 

The following subsections, 3.1 through 3.16, give a detailed 
account of the processing electronics and power supplies incorporated 
in the final prototype analyzer. 
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3,1 Low Noise Preamp “ Block Figure 3.1 




This amplifier was but slightly altered during the course 
of the work. Very low noise performance is achieved as a con- 
sequence of the preraivim low noise junction FET used at the input, 
and the unique method of its operation at zero bias. However, 
this level of noise is well below what is required for detector- 
noise-limited performance. Other noise mechanisms dominate the 
system at the present level of development, most notably photon 
noise and noise on the oi and $ cavity drive signals. Another 
noise source is the metal film load resistor for the detector. 
Such resistors exhibit current noise in excess of fundamental 
Johnson noise. We know of only three kinds of resistors that do 
not exhibit current noise: 

a , wire wound 

b, IRC Div of TRW series AR metal film 

c, Special glas frit. 

The metal film unit was tried with inconclusive results since the 
system was still dominated by other noise sources and no change 
of bias voltage was made. These PbSe detectors will yield better 
S/N at higher bias; e.g., 200-400V, 

The amplifier was taken off the system's main +15V bus and 
put on a local, floating, jjlSV power supply. This measure served 
to break a troublesome ground loop which is discussed in greater 
detail in Section 3.16. 


3.2 Differential Line Receiver - Block Figure 3,2 

The unit gain noninverting differential line receiver was 
added to the system to cope with extraneous noise picked up on the 
long preamp output cable. This amplifier has a nominal design 
common-mode rejection factor of approximately -40 db^. It serves 
to interface the separate common-rails of the preamp and the rest 
of the system. In addition, it serves as a line driver to other 
system points. 
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Figure 3.1. 
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Figure 3.2. Diff. Line Receiver (<i>-&) Signal Channel - 



3.3 Low-Pass Filter (LPF) - Block Figure 3.3 

The two low-pass filters used in the system are of 8-pole 
Butterworth configuration. These filters were not altered in the 
course of the program except for the addition of the line re- 
ceiver (2) ahead of the LPF in the signal line from preamp (1) . 

3.4 Range Amplifier - Block Figure 3.4 

Extensive modifications to the signal channel were necessary 
to overcome the following difficulties; 

a. On higher sensitivities, the analog divider in-, 
puts were running very close to zero volts, 
forcing the divider to operate at high gain with 
attendant aggravated noise and drift. This caused 
erratic system operation and high sensitivity to 
temperature changes. 

b. The phase sensitive detectors were operating at 
high DC gain, and were unbalanced, thus producing 
substantial temperature sensitivity (see Section 5) . 

The changes placed all gain switching ahead of the divider (6) , 
in the AC signal path. The u denominator term in the system 

transfer function Yipi was maintained at -8V on all ranges and the 

V io 

and the u-6 numerator scaled 0 to -8V at full scale (FS) . 


The range amplifier begins with a postamplifier having a gain 
adjustment of 35 to 200. Since this adjustment affects all ranges 
equally, it is used as the Master Span control in calibrating the 
system. 

The signal from the postamplifier is delivered to the Gas 
Mode Selector Amplifier. This operates at a fixed gain of about 
17 in CH^ mode. On CO or CO 2 , however, electronic switches con- 
nect ad justable— gain networks so the span for CO and CO 2 can be in- 
dividually trimmed. (It is necessary to first adjust Master Span 
in the CH^ mode.) 
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Figure 3.4b. 


(u-6) Signal Channel 




The mode-leveled signal goes next to the Range Select 
Amplifier where a similar switching scheme is used to change 
gains to suit each range. 

This technique for gain-switching with FETs was chosen to 
avoid the problems certain to arise in carrying amplifier input 
leads long distances to switches; e.g., oscillations, noise, 
crosstalk, and contact resistance difficulties could be confi- 
dently predicted. Moreover, remote switching minimized the 
circuit— switch interface and permitted one switch pole per function. 

For the 100 ppm range no separate adjustment is provided, so 
calibration of this range must be done first, in the CH^ mode, and 
with the Master Span control (see above) . 

Gains in this system after the modification were such that 
2 VPP at the input to the (w-6) PSD corresponds to full scale. 

After this modification was made, testing revealed that hum 
and noise in the signal was excessive on the sensitive ranges, 
causing amplifier saturation and swamping the PSD. This noise 
was later reduced (described elsewhere) but an interim "fix" in- 
volved the use of higher DC gaxn in the PSD and AC gain. Consequent- 
ly, the gain of the postaraplif ier was descreased about a decade. 

The system was not returned to the low gain PSD amplifier configura- 
tion even though this would now be possible. 

3.5 w-e PSD - Block ^5;, Figure 3.5a (revised circuit) and 

' — ' 2.5 (original circuit) 

The necessity to adjust system gains (as discussed in 3.3 
above) , and the observed temperature dependency of the PSD provoked 
a more careful look at this important circuit. 
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A model for this circuit is as follows; 





The current sinks i^^ represent the collectors of the driving 
current-switch transistors. It is initially assumed that i^^ = ^Ib' 
Rl = R3, R2 = R^ . The output M 2 is related to (V^ being the 


V supply for the current switches) by 


< 1 ) Vj . V J 


R/. Ry, 

-A . . + 4 

^2 

[■'l ■ 

^3 ^4 ^3 


assuming 

i = 

0. 


A 

= R3 and R2 = 

= R4' 

this reduces to 


(2) Vj = 1 


^2 + ^2 

^2\ 

^^1 

Rl + R2 + R2 

Hf 

= ''1 1 

(^2^1 

+ R2^ - R2 (R^ + R 


^ {R^ + R2> j 


= 0 


3-12 




Thus the circuit is balanced, and the supply voltage is "re- 
jected" by the CMRR of the connection. This, of course, depends 
on the matching of the resistors and symmetry of the amplifier. 


If, say, Rj^ has a temperature drift unmatched by R^ by 


m then a difference current 

V V 
• _ 1 1 


- ''A „ ( h ' - \ ] 


V 


^ r^l^ ■ ^1 ^1 


V, 


AR 


m; m - 


This current passes through R 2 to become 


R. 


(4) V 2 ' = i2'R2 = '^i"'r: 


For the original circuit this works out to 


V 


2 


15V X 10 V*C 


10^' ohm 
10 ohm 


= 15mV/®C 

On the least sensitive range and mode, assuming V 2 = IV @ FS, 
this is 

{5) Drift = ^ ^ — « 1.5% FS/“C. 
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The most sensitive range is approximately 510 times more sensi- 
tive. The PSD FS output is thus 510 times lower and the result- 
ing CMR-limited drift is 

( 6 ) Drift = 5.1 X 10^ X 1.5 x lO"^ = T.eS/^^C 

or 765% FS/*C1 

This is untenable and accounts for the great difficulties experienced 
on the more sensitive ranges. 


This does not include the effects of reduced divider stability at 
low input levels, nor the imbalance present in the current 
switches i^. Let us briefly examine the latter by re-evaluating 
V 2 considering the effects of i^^. 


(7) V, = 


V 1 R 4 - 


^la ^3^4 


^3 ^ 


R. 


(8) V 2 


^2^3 ^lb^2 



(9) V 2 


V 1 R 4 - 




R 3 R 4 


+ R 4 


^1 - 


V 1 R 4 - 


^la^3^4 


R 3 + 


^2 ■*' ^lb^2 



(10) V 2 


^1^^1^4 ^la^^l^3^4 ^3^4^ ^lb^^^2^3 ^1^2^4^ 

Ri(R3 + V 


(11) V 2 = 





It is seen that V 2 is not affected if i^^ = and the inherent 

differencing property for unbalance current Ai is shown. 
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This gives the effect for any current imbalance > including those 

originating from the amplifier offset current. Thus, the bias 

current in and must be >> ^offset' greater than 

typical i,' = ^ ^ from 3.3 which yields 

Rj^ R 

(12) i,' = — c X 10"^ ‘‘C = 15nA/“C 
^ 10^ 

Since the opamp offset current is less than lnA/°C, the circuit 
drift is heavily dominated by resistor mismatching. 

The drift computed under (4) , 15mV/°C, would be acceptable 
if full scale output was always around lOV. This leads to the 
rationale behind the modification which put nearly all the gain 
ahead of the PSD so the PSD proper could operate always at high 
level. By reducing the PSD DC gain by a decade, an acceptable 
drift level of about 0.015% FS/°C is achievable. 

Now let us turn to the balance of the original PSD (refer to 
Figure 2.5), especially the current switches and circuitry used 
to generate and i^j^» 

The signal is injected at the base of Q4A, on the left side 
of the PSD. It is transferred through cascode transistor Q3A and 
switched into branch a or b by QlA and B. A simplified diagram 
of this circuit is shown in Figure 3.5b with the accompanying 
waveforms. Note that branches a and b carry only half-wave recti- 
fied currents. 

Now examine the right-hand half of the PSD, Q2, Q3B, and Q4B. 
Note that no signal is injected anywhere into the right-hand half. 
Consequently, the only currents pumped into branches a and b are 
the switched DC bias currents of the right-hand half. Of course, 

DC bias is also commutated by the left-hand half along with whatever 
signal is present. It is easily shown, however, that any DC which 
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Figure 3.5b. 



is chopped in exact symmetry (i.e., so the resulting square wave 
is entirely free of even harmonics) does not contribute to the 
output V 2 * It is clear that only half this circuit is doing any 
work. The cascode Q3 is superfluous since Q1 is also a cascode 
when "ON” and there is nothing to be gained by the resulting 
double-cascode circuit. The PSD circuitry was rearranged to over- 
come these problems as follows: 

.1. The reference squaring amplifier was diode-clamped to 
reduce transient noise resulting from its 30 VPP un- 
restrained open loop swing. A small amount of 
hysteresis was added to eliminate edge-chatter and 
enhance clean switching . 

2. 1.5K resistors in the emitters of Ql, 2 were removed 
since it is necessary only to turn the transistors on 
or off, and the resistors impede that function. 

3. The point of signal injection was moved to the base of 
Q3A. 

4. Coupling to the opposite side and inversion are achieved 
simultaneously by the AC network between the emitters 

of Q3. The AC gain of the PSD is set by the resistor in 
this network. 

5. Q4 became, conveniently, a fixed current sink carrying 
no signal as such, but it is this current sink which 
generates inversion by forcing Q3B to complement any 
signal current injected across from Q3A. 

6. The 2.5K trimmer is totally unnecessary and has no effect 
on circuit operation. It was set to center and forgotten. 

7. Bias was set to 75yA, which would assure centered opera- 
tion and give a modest crest factor (slightly under 2) . 

One wants no more unused bias than is necessary to 
absorb the signal swing, since asymmetric reference will 
act on it to cause offsets. 

8. A2 and A3 were interchanged, so the faster HA2705 handled 
signal commutation and the slower LM308 provided DC 

gain and integration. 
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9, The zeroing network was changed to eliminate A3 as a 
drift source. 

10. AC transconductance was decreased from approximately 

-3 -5 . . 

10 mho to 4 X 10 mho to establish scaling, improve 

linearity, and eliminate minor temperature dependence 
of gain and hence span (due to the temperature term 
in the transistor transconductance equation) in Q4A 
-11, DC gain was decreased from 100 to 2 to improve stability, 
A gain of 2 appears to be the lowest realistically ob- 
tainable since operating A2 much beyond +5V would cause 
Ql and Q2 to saturate. 

12. Scale factor was set at -8V FS, allowing some over- 
ranging . 

The PSD thus rebuilt yielded the predicted transfer function. 
Temperature sensitivity could only be qualitatively checked. Pre- 
dicted temperature sensitivity of the revised PSD is 

(13) Drift = • ■ per “C Where = lOOK and full 

scale = 4V at A2 , and 

one resistor drift of 
-4 

10 /*C is assumed. 


1.5 X 10"®A X lO^Ji 


= 3.75 X 10"V*’C =0.04% SF/°C. 


This is an acceptable drift level. 


It is noted that with both sides of the PSD working, the 
system S/N ratio is theoretically improved by ^ 2. This was not 
experimentally verified because other changes were made at the same 
time . 


As a consequence of 60hz noise problems, it was later necessary 
to increase the PSD DC gain by a decade. This is the configuraion 
shown in Figure 3,5a. This would produce a drift of approximately 
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0.4% FS/*C which is marginally acceptable. However, we believe 
that still later noise improvements would permit the PSD to be 
returned to its low-drift state or close to it. 

In final comment, it is noted that other drift mechanisms 
prevail that have not been considered in this limited analysis. 

Such factors as transistor leakage, etc., must be considered 

if ultimate performance is needed. However, resistor mismatching 
is the dominant source of drift here, so that improvements of up 
to a decade are probably possible by using lower TCR resistors or 
matched film networks. 

This type of PSD has the principal virtue of high frequency 
capability since all switching is done in the current mode. It is 
not, in our opinion, optimally suited to low-drift applications 
for the reasons made clear above. Nor is it particularly good at 
handling poor signal/noise ratios (i.e., high crest factors). Since 
high frequency capability is not a factor here, it is recommended 
that subsequent models employ a different type PSD which has better 
drift and noise handling properties. 

3.6 Analog Divider - Block Figure 3.6 

The ratio operation is performed here. DC amplifiers 

originally present at the inputs were eliminated when the signal 
channel was modified, since both the w and tu-g PSDs now yield 
outputs at high level (8V) suitable for direct application to the 
divider. 


A scale factor (gain) adjustment was added to provide a lOV 
output with 8V inputs. 


3.7 


Output Filter - Block 



Figure 3.7 


In suppressed carrier systems such as this, system bandwidth 
is fixed by a low-pass filter following rectification. For simple 
uncoupled RC filters, the equivalent ipise bandwidth resulting is 
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given by 



(1) 

ENBW = 

The 

time 

responses 


(2) 

v(t) 

'^f inal 


(3) 

v(t) 

'^f inal 

The 

solutions for 


(4) 

^90% " 


(5) 

^90% 


1 

?NT 


where N = the number of poles and 
T is the filter time constant. 


1 - (1-pole) 


= 1 


- ^ f) 


t 

T 


Now, if one specifies a certain noise bandwidth, by (1) , it 
can be obtained with a 2-pole filter of 1/2 the time constant of 
a 1-pole. Consequently the time to 90% will be 


(6) 


3.89j = and the ratio of response times of 2-pole ^ 
1-pole filters having identical ENBW will be 


(7) 


T, , 3.89^ 

2-pole _ 2 

T, , 2.303T 

1-pole 


3.89 

2 X 2.303 


= 0.844. 


Thus a somewhat better tradeoff of speed ya noise is obtained 
with the 2-pole filter. It is interesting that the same total 
capacitance is required in either case. 

The 2-pole filter has a more nearly linear rise , which is 
desirable from a human-factors viewpoint where long time-constants 
are involved. It also reduces needle-dance and produces a better 
appearing recorder trace, since the faster rolloff removes the higher 
frequency noise components more completely. 
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As a consequence of these virtues, the second pole was 
added and the entire filter relocated to follow the divider. Both 
PSDs preceding the divider have subordinate filters of three poles 
each, set somewhat faster than the fastest main time constant. 

3.8 m PSD - Block Figure 3.8 

Like the w-B PSD described above, this section was revised 
to incorporate the same improvements. In addition, however, a 
remotely switched and trimmable gain change network was included to 
bring the output to -8V in all modes. This was done to keep DC 
gains down and the divider inputs up for maximum stability. 

The oj PSD, with much better input S/N ratio than its io-6 
cousin, operated properly at the low design DC gain of 2 and re- 
mained in that configuration. No further difficulty was encountered. 

3.9 Modulator - Block Figure 3.9 

It is the purpose of the modulators to drive the sample and 
reference cavities in a self-resonant mode, rather like a crystal 
or tuning fork oscillator. Each pressure modulator also provides 
a reference signal to the synthesizer. Block 10, Each modulator 
consists of a pressure transducer (to sense the pressure fluctu- 
ations in the cavities) in a regenerative closed loop with the 
Helmholtz acoustic tank constituting the resonant element. 

In original form, the modulator was configured as a "Type A" 
(i.e., operated to maintain the pressure transducer signal constant). 
As a consequence of considerable difficulty with this method, an 
expedient — but not necessarily optimum — fix was to convert to a 
"Type B" modulator, defined as one in which the pressure trans- 
ducer signal merely synchronizes the power amplifier which in turn 
drives the voice coil at regulated constant amplitude. The Type B 
modulator is depicted in Figure 3.9. 
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Difficulties encountered with the Type A circuit were: 

1. tendency to be unstable i 

2 . tendency to resonate at the 6Khz transducer 
natural frequency 

3. tendency, after being set up on one gas mixture, 
to not work at different gas densities. 

Analysis of the original configuration reveals the following 

1. There does not appear to be any zero in the 
transfer function, A properly located low fre- 
quency dominant pole with a damping zero somewhat 
higher is probably essential to loop stability. 

2. The possibility of interaction between the 
rectifier-filter and the AGC'd amplifier due to 
non-optimum filtering should be investigated, 

3,. Control of transducer natural frequency is 
marginal and bears investigation. 

4. The Type A system operates by applying to the 
voice coil an amplified replica of the transducer 
signal. This signal is rather noisy, however, 
and the likelihood that this noise, applied to 
the drivers, introduces added system noise must 
be considered. 

5. Diode 1N914, as well as the zener bridge supply, 
appear to introduce an uncompensated temperature 
coefficient of drive amplitude. It remains to be 
seen whether this effect would be adequately can- 
celled by tracking of the other modulator . 

On the other hand, the presently fitted Type B system: 

1. may not hold the pressure excursion constant due 
to changes in the Helmholtz transfer function 
caused by temperature, density, unknown stability 
of the driver, etc.; 

2. still introduces system noise greater than the 
detector noise circuit. 
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System noise contributed by the modulator/driver/cavity is 
not well understood at this time. Any noise which would affect 
system behavior would have to be within sideband frequencies 
(d)+Af) and/or (3+Af) and/or direct frequency (tii-3) + Af where Af is 
the system bandwidth (see Section 7) . 

Attempts to measure modulator noise were unsuccessful, 
since the noise component intensities are very far below the funda- 
mental. ' The best tool for assessing modulator noise performance is 
probably the heterodyne analyzer itself. 

The questions of driver noise and stability are important. 

We do not feel that either is resolved to full satisfaction. We 
feel a promising design might employ an independent voltage con- 
trolled oscillator having very low phase and amplitude noise and 
high stability (IC devices of such characteristics are newly avail- 
able), in a phase- locked and AGC'd control servo, carefully designed 
to minimize noise and jitter. 

3.10 Synthesizer - Block , Figure 3.10 

The synthesizer consists of two multipliers, two 90° phase 
shifters, and a summing amplifier to execute the following operation: 

/ 

cos((i>-3) = 1/2 [cos(aj-B) ” cos(co+3)] 

+ 1/2 [cos(d)-B) + cos(ui+B)] 

= sinojtsinBt + sin{wt+^) sin(Bt+-^) 

= sincotsinBt + cosutcosBt. 

When the inputs are sinut and sinBt, the output is cos(to-B). 
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Slunming the two bracketed terms theoretically removes all 
(oj+B) signal, and in practice will remove most of it. The 8-pole 
LPF which follows will remove any residual (to+B) signal, and also 
aids in tracking the identically filtered signal channel to com- 
pensate for temperature effects of phase and for frequency changes. 

During the course of our work, no changes were made to the 
synthesizer. In reflection, though, it may be feasible to greatly 
simplify the circuit. Since the LPF is needed just to track the 
signal channel and since it is also a strong eliminator of (w+B) , 
it should be perfectly possible to use just one multiplier to 
generate simply 

sinutsinBt = 1/2 [cos(u-B) ~ cos{u+B)] 

The l/2cos(w+B) term would be removed adequately by the LPF, 
leaving l/2cos (lu-B) . 

This simplification would eliminate one of two multipliers, 
both (complex) constant-amplitude 90® phase shifters, and the 
summing amplifier, reducing the cost by approximately 70%. It is 
also possible to eliminate the input amplifiers, leaving nothing 
but a single multiplier. 

3,11 B Carrier Suppression Servo - Block ^11^ , Figure 3,11 

The theory and results of this technique are described else- 
where in this report. Operation of this circuit is briefly 
described here. 

The signal from the line receiver (2) is applied to bandpass 
amplifier Al, set to pass only 6. This is then synchronously de- 
modulated by A5, which is a multiplier which takes the product of 
the 6 signal from the preamp and the B reference from the B modulator 
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Aj^cos$t.A2COS t = Aj^A 2COS 3t 


_ Aj|^A2 (i+cos2x) 
2 


_ (AC terra) 

2 


The AC term is removed by integrator A3, the remaining DC 
A A 

term 1 2 is compared with an adjustable zero reference. The 
2 

error voltage thus generated drives a voltage controlled variable 
voltage divider, adjusting the signal from the 6 reference channel 
to a level that will cause the error voltage to seek null. The 
phase shifter permits optimization of the null. By this method, 
the 6 signal reaching the detector can be maintained at or near zero. 


3.12 and 3.13 


bj and 3 Reference Channel - Blocks 

Figures 



Strictly speaking, the "reference channel" extends from the 
reference output of each modulator to and including the squaring 
amplifier in each PSD. Since some of those elements are covered 
elsewhere, only the phase shifter remains to be described. 


This is a conventional constant amplitude circuit which 
theoretically can cover 0 to 180* but, in practice, can only get 
to within a few degrees of these extremes. One is used in each 
PSD (o)-6, and to) to align the reference with the signal for maximum 
PSD signal recovery. 

3,14 Cooler Servo - Block / Figure 3.14 

In order to enchance the PbSe detector S/N ratio, cooling 
is necessary. This is done by a commercially available thermo- 
electric (Peltier) heat pump which can reach around -30C from 
ambients of +50C with application of four amps at 1.2 volts. 
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While maximum S/N would result from maximum cooling, there 
are practical reasons that dictate regulation at some temperature 
higher than the minimum achievable. These reasons include elimi- 
nation of ripple and of disruptive ly large DC changes at the 
detector as the temperature (unregulated) changes. Both short 
and long term changes in signal level also complicate span stabiliza- 
tion of the instrument. Finally, ripple and fluctuating signal 
make study of the system very difficult. 

Regulation is achieved by a closed loop controller with a 
thermistor sensing element mounted on the cooler's cold (regulated) 
surface. This circuit is straightforward, employing an opamp plus 
current boosting transistors. An ordinary pole— zero network in- 
sures stable loop dynamics. 

The original circuit was replaced with the one shown to 

a. achieve isolation from the IR source power supply, 

b. permit grounding the cooler at the detector 
housing, which is imperative in controlling 
serious line ripple in the detector signal, and 

c. isolate the cooler high current circuit from 15V 
return (common) , also imperative to prevent 
troublesome return circuit difficulties. 

3.15 Filter Wheel Controller - Block Figure 3.15 

Selection of gas mode is accomplished by changing the spectral 
region seen by the detector. This is done by bandpass interference 
filters, one for each gas, mounted on a moveable wheel which is 
positioned in response to the gase selected. 

Operation is straightforward. Actuation of the gas mode 
switch causes the drive motor to run ahead until coincidence is 
indicated by followup switches, whereupon the logic commands the 
motor to stop . 
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3,16 Power and Grounding 


Part of the later effort in the program centered on cleaning 
up the analyzer's power and ground systems. This was mandated 
when we revised the range scheme, placing nearly all gain in the 
AC signal channel. Some of this work has been touched on in the 
sections above. This section will treat the matter from an overall 
viewpoint. 

The system always had 60 hz present in the output of the 
preamp, corresponding in magnitude to about 50 ppm CO 2 . Although 
quite large, this interference had not directly disturbed the 
system. 

When the signal channel modifications were installed, however, 
the increased AC gain brought the 60 hz content up to such high 
levels that circuits became swamped by the noise. This was in- 
vestigated, with the following results; 

1, A ground loop involving the preamp, the preamp shield 
return, cooler return, and 15V return was identified 
and cleaned up by: 

a. placing the preamp on a separate +15V supply and 
grounding that 15V Ret at the preamp front end; 

b. bonding optical structure to the rest of the in- 
strument structure; 

c. inserting a differential line receiver at the 
receiving end of the preamp output cable; 

d. changing the preamp output coax line to a 2-wire 
balanced line with shield grounded at both ends; 

e. grounding the remaining (main) 15V Ret bus in the 
electronics bay (left side door) , 

2. With this accomplished, we had reduced the 60 hz noise 
by a factor of 20. Still, enough remained to be of 
concern, and there were "birdies" (line-synchronous 
spikes and ringing) through the rest of the electronics. 
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Since we measured different amounts and types of noise 
at opposite ends of the same piece of coax, it was 
apparent that ground problems still existed in the 
electronics bay: 

a. we had grounded the main 15V Ret at the line 
receiver. This was found unsatisfactory; this 
ground was lifted and the existing 15V Ret central 
distribution point was grounded instead. 

b. Remember that the w-g signal at the line receiver 
is very small. Therefore even the slightest 
return-bus differentials would be significant. 

To eliminate all remaining traces of ground noise, 
we powered the line receiver and LPF together 
from the +15V rails, decoupled not relative to 
ground, as they were, but to local signal return. 
Then, a single coax line carried the LPF output 
to the postamplifier. In this case, it was 
desirable to use the shield to carry signal return 
and 15V (DC) return. Since the ground had been 
broken, and since that coax carried no other returns , 
no unwanted currents could flow in the shild that 
might produce noise. This connection is shown in 
the Block 2 schematic. 

Except for this coax, whose shield was a current- 
carrying return, all other shields throughout the 
(u-3 signal channel were connected to ground and 
carried no current. Signal return paths are along 
the 15V Ret dist, bus. 

With this done, no 60 hz or "birdies” could be found anywhere 
in the signal channel, except for a negligible amount observed with 
the sample pump running. 
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4. PERFORMANCE CHARACTERISTICS OF THE MULTIGAS ANALYZER 
4 . 1 Instriiment Controls 

This section describes the function of the front and back 
panel and internal controls of the breadboard 3-gas heterodyne 
analyzer, delivered as an end item to NASA. 

Front Panel: 

a. PWR. Power for instrument, with exception of 
sample pump. 

b. PUMP. Turns sample pump on. Will come on even 
if power is turned off . 

c. GAS. These switches have two functions; 

1. Position filter wheel in correct position. 

2. Change gains in signal processing circuits, 

d. TIME CONSTANT. Time constant on output of system. 
Two-pole filter with time constants indicated, 
with exception of 1 sec position - it is consider- 
ably shorter than 1 sec, 

e. RANGE. Changes gain in circuitry to correspond to 
range indicated. 

f. INLET AND OUTLET TO SAMPLING SYSTEM. Flow rate is 
indicated on meter on front panel. Flow is con- 
trolled by constricting the inlet, or by adjusting 
valve inside instrument. See section on flow rate. 
Do not constrict outlet (will pressurize sample 
chamber causing span changes and possible dcimage) . 

Back Panel : 

There are three binding posts on the back panel. The 
black one and the adjacent red one are connected to the 
infrared source. If a separate power supply is used 
for the source, it should be connected here. If the 
internal power supply is used, the two red binding posts 
should be connected together. 
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side Panel (Internal) : 

Switches: Drivers - Opens circuits to acoustic drivers, 

thereby stopping the pressure modu- 
lation (and also all reference 
signals) . 

LED - Opens carrier suppression circuits. 

Normally open (off) . 

Potentiometers; w drive, 6 drive. Controls AC 

voltage being applied to acoustic 
drivers. to set at 200, 6 set at 
318. See section on instrument 
noise. 


4.2 Gas Flow Rate 

In a gas analyzer, the time constant of the processing 
electronic circuitry and the gas flow rate to effect a complete 
change of sample gas combine to yield an effective instrumental 
response time. Figure 4.1 shows the relationship between the 
sample gas flow rate and the times to change the sample to and 

90% of a step change in input concentration. The flowmeter on the 
instrument front panel has a scale of 100% = 3.2 lit/min. The 
data of Figure 4.1 may be combined with the front panel switchable 
electronic time constant to estimate the instrumental time response 
under various conditions. For: making dynamic measurements, a flow 
rate of at least 25% of full scale is recommended , For measurements 
of stability, or measurements when gas must be conserved, flow rates 
of 5% of full scale can be used. This is enough flow to keep ambient 
air from diffusing back into the sample cell. 

4.3 Instrument Noise and Sensitivity 

There are two basic contributions to the noise of this instrument 
a. Detector noise. A low noise detector (e.g., #9647-1) 
with a 1 meg load resistor has a noise level of 
~0.4yV/ (Hz) rms at 100 Hz. In a 10 Hz bandwidth, and 


4-2 





after a gain of 10 in the preamp, this yields about 
13pV. At 100 Hz we obtain roughly llpV noise in a 
10 Hz bandwidth at the output of the preamp as mea- 
sured with the source off. When the source is turned 
on, the noise level goes up, more than doubling at 
100 Hz when the source is run at 7V, 4A. This behavior 
could be perhaps explained by photon noise (it is 
about the correct magnitude); however, the shape of 
the noise spectrum as shown in Figure 4.2 does not 
change when the source is on (photon noise presumably 
gives a flat spectrum) . It appears that photon noise 
is not the cause. The effect has been verified in a 
completely different test set up (different detector, 
preamp, source) so it is likely that this noise be- 
havior is inherent in the detector. 

Figure 4.3 shows the noise at 100 Hz as a function of 
the source voltage. Also shown is the magnitude of 
the w signal. As can be seen from the figure, even 
though the noise goes up fairly rapidly with the in- 
creasing source voltage, the signal goes up even more 
rapidly, and the optimum S/N occurs at fairly high 
source voltage. 

b. Driver noise. If there is noise at 100 Hz on either 
of the drivers, that noise will give corresponding 
pressure fluctuations at 100 Hz in the gas. If there 
is no absorbing gas in the resonator, for instance if 
it is the sample cell and it is filled with N 2 , then 
this noise will not be detected by the instrument. 

However, if there is gas in the resonator, as is the 
case for the reference cell, then the noise will show 
up as noise on the output of the detector and will con- 
tribute to instrument noise. This contribution should 
be largest for the gas with the largest u signal; i.e., CO 2 . 
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The noise level in the driver circuit may also depend 
at what p“P voltage levels the system is operating, 
pj^gure 4.4 shows the measured noise for CO and CO 2 
as the drive voltage on the w driver was increased. 

It is apparent that the u system is quite noisy as the 
drive voltage gets up to 30V p-p. This manifests it- 
self in a small increase in the noise for CO, and a 
large increase in the noise for CO 2 , where the cu signal 
is much larger. Of course, as the drive voltage is 
increased, the signal also goes up, so v/hat has to be 
optimized is S/N, Also shown on Figure 4.4 is the 
S/N for CO 2 and CO (arbitrary scale) . It is seen that 
the S/N optimizes at a much lower driver voltage for 
CO 2 than for CO. From these curves, and a consideration 
of the life expectancy of the acoustic drivers, it was 
decided to run the to driver at 22V p-p. Since the in- 
strument only sees the effect of this noise if there is 
of the order of 1% gas in the resonator , noise on the 
B system does not affect instrument performance. There- 
fore the $ driver is run at a much higher level (36V p-p) 

With a 10 sec time constant, and with N 2 in the sample 
cell, the rms noise for the three gases was measured. 

The results: 

CO 2 0*5 ppm rms 

CO 5.5 ppm rms 

CH^ 6.7 ppm rms 

Conditions: t = 10 sec 

Source - 7V, 4A 
(ii driver - 22V p-p 
6 driver - 36V p-p 
Reference cell concentrations: 

CO 2 0*5% 

CO 1.0% 

CH^ 2.5% 

Remainder N 2 
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Drive voltage (p-p) volts 


Figure 4.4, 


Dependence of signal and noise on driver voltage 
for CO and COo 




4,4 Instrument Stability 

The instrument was run continuously over a weekend and the 
zero and span readings for the various gases were noted once a day. 
The instrument was closed up, with 7V @ 4A on the source. 

ZERO STABILITY. The measured zero drifts over this period 
are shown in Figure 4.5. 

CH 4 ; + 7 ppm 
CO : < i 2 PPni 

CO 2 •• < ± 1 PP™ 

SPAN STABILITY. Figure 4.6 shows the span stability of the 
instrument. In general, the instrument exhibits a small increase 
in span reading after turn on, amounting to about 5%. This span 
change is possibly associated with the warming up of the gas in 
the reference cell due to heating of the whole optical assembly 
by the IR source. The warm-up time could possibly be shortened 
by running the source at lower power levels. After a day's warm- 
up, the instrument seems to be stable to better than 2 % for all 

gases. 

INSTRUMENT RELIABILITY. The instrument was run an average 
of about 6 hours a day for a month with no failures. It was not 
subjected to vibration or temperature testing. 

4,5 Rejection Ratios 

Table 4.1 gives the rejection ratios measured for the instru- 
ment. There are three general sources of cross sensitivity. In 

order of decreasing importance they are: 

i. Inability to completely block off the radiation at the 
wavelengths corresponding to bands of the interferent 
molecule. This is a problem because the instrment 
is actually trying to measure all three gases, CO, 
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CH^ and C02» simultaneously. In order to measure only 

one, the light at the wavelengths of the other two 

has to be blocked by interference filters and negative 

gas filters (in the filter wheel) . To the extent that 

4 

some light gets through (e.g., 1:10 ) the instrument 
will have a cross sensitivity to the other gases in the 
reference cell. 

ii. Mixing of lo (reference) and g (sample) frequencies in 
the detector because of detector non-linearities. 

This mixing produces a signal at the frequency lu-B and 
is detected by the instrument. This problem arises 
when there is a large amount of absorbing gas in the 
sample cell (to create a large 6 signal) , but the 
lines of the gas do not overlap the lines of the gas 
to be measured. By suppressing one of the signals 
(i.ei, 3) the problem is eliminated. The carrier 
suppression is effected by placing a small light emitting 
diode in front of the detector and driving it 180® out 
of phase with the 3 signal to cancel it out. The 
instrument is equipped with circuitry to do this; 
however, since the major source of cross sensitivity 

is actually i) , the carrier suppression circuit is 
switched off. If there were only a single gas in the 
reference cell, and improved rejection ratios were 
desired, then the carrier suppression circuit should be 
used. 

iii. An actual overlap of lines between different gases. 

This is not a problem at present with the possible 
exception of H 2 O when measuring . 

The rejection ratios shown in Table 4.1 are quite adequate to 
accurately measure gas A in the presence of moderately large 
quantities of gas B. Also, unlike other instruments where the amount 
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TABLE 4 . 1 


REJECTION RATIOS 


Interfering gas 


Gas to be 

Measured CO CO 2 H 2 O 


Equivalent 
Reading 
100 % humidity 
65° F 


CO 

1 

1 

+ 1600 

> 10,000 

2300-» 

3+6 ppm 

CN 

0 

0 

>60,000 

— 

+ 50,000 

21 , 000 -» 

0.5 + 0.5 ppm 

CH 4 

+ 450 

- 3200 

— 

700-1800 

22 4^ 10 ppm 


Gases used in tests: 


CO 

2 % 

in N 2 


CO 2 

8 % 

in N 2 


CH 4 

10 % 

in N 2 


H20 

^2 

bubbled 

through H 2 O at 65 



. 1 % H 2 O 

in N 2 
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of possible interferent gas is unknown, the instrument can very 
simply measure the amount of interferent to see if it is a poten- 
tial problem. The instrument shows no measurable response to 
saturated water vapor on the CO and CO 2 positions. It does give 
a slight positive response to H 2 O when measuring CH^. 

The interference filters used to conduct the rejection ratio 
tests, which are built into the rotating filter wheel, have 
characteristics as shown in Table 4,2. 
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TABLE- 4 . 2 


FILTERS USED IN 


Filter #21 
Half maxima 

1% points 


Filter #19 
Half maxima 

1% Points 


Filter #23 
Half Maxima 

1% Points 


THE HETERODYNE ANALYZER 


X = 4.75m 

o 

X low = 4.64m 
X high = 4.82m 


AX (fwhm) = .16 m 


X low = 4,54y 
X high = 4.93y 


AX {f .w. 1% T) = .39y 


= 4.30y 
j 4.17y 
X high = 4.33y 


0 

X low 


> AX (fwhm) = .16y 


X low = 4.10y 
X high = 4,43y 


I AX (fw 1% T) = .33y 


X = 3.38m 

o 

X low 3.30 m 
X high = 3.42y 


1 




AX (fwhm) = , 12y 


X low = 3.22y 
X high = 3.50y 


AX (fw 1% T) = .28y 
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Abstract 

Tliis paper describes a new technique for measuring 
trace quantities of gases. The technique involves the use 
of a reference cell (containing a known amount of the gas 
being sought) and a sample cell (containing an unlcnonm 
amount of the same gas) wherein the gas densities arc 
modulated. Light passing through the hvo cells in se- 
quence is modulated in intensity at the vibrational- 
rotational lines characteristic of the absorption spectrum 
for the gas of interest. Since the absorption process is 
nonlinear, modulating the two absorption cells at two dif- 
ferent frequencies gives rise to a heterodyning effect, 
which in turn introduces sum and difference frequencies 
in the detected signal. Measuring the ratio of the differ- 
ence frequency signal, for example, to the signal intro- 
duced by the reference cell provides a normalized mea- 
sure of the amount of the gas in the sample cell. The 
readings produced are thereby independent of source 
Intensity, window transparency, and detector sensitivity. 

Experimental evaluation of the technique suggests 
that it should be applicable to a wide range of gases, 
that it should be able to reject spurious signals due to 
unwanted gases, and that it should be sensitive to con- 
centrations of the order of when used with a sample 
cell of only 20 cm length. 


Introduction 

• Various elements of the scientific community are 
concerned with the characterization of pollutants in the 
atmosphere, the measurement of contaminant gases in 
closed life-support systems, and the sensing of physio- 
logically significant gases for health monitoring and 
diagnosis of disease. The instrumentation problem in 
each case is fundamentally one of developing a simple 
instrument that is versatile in that it can be used to 
measure the several gases of interest; specific in that it 
does not introduce false readings due to the presence of 
unknown gases mixed with the gas of interest; simple in 
*its operation and interpretation; and free of such instru- 
ment errors as drift, microphonics, and sensitivity 
shifts. This paper describes a new instrument {based on 
the principle of absorption-absorption, or emission- 
absorption hclcrod>ming)^ that potentially meets these 
requirements, and provides some analytical and experi- 
mental basis for comparing the new technique with 
current techniques. 


Molecules of interest in pollution studies are typically 
characterized by a complex vibrational -rotational spec- 
tral absorption signature in the region of 2 to 15 pM. 

The typical absorption spectrum {Fig. 1) extends over a 
region of 0,3 pM, and includes sevei'al individual lines 
of the order of 2x10*"^ pM in width, recurring at inter- 
vals of approximately 6x10"^ pM. The position and the 
detailed characteristics of these absorption lines form 
the specific signature that allows spectroscopic identi- 
fication of the gas of interest. To obtain a measurement 
with a high confidence level requires that one resolve 
the individual lines of the spectrum, which in turn re- 
quires an instrument with a resolving power, VdX, of 
the order of 3x10*^. 

Instruments for detecting gases through identification 
of their spectral absorption characteristics are classi- 
fied as dispersive instruments or noudispersive instru- 
ments. The first category can be divided again into 
subcategorics of those that disperse the spectrum in 
space (as with the grating or prism spectrograph) and 
those that disperse the spectnun in time or in the fre- ‘ 
quency domain (as with the scanning laser analyzer or 
the scanning or fouricr transform interferometers). 

When these instruments arc adapted as high specificity 
field instruments they typically suffer from sonie com- 
bination of such characteristic deficiencies as excessive 
size, excessive complexity in processing data, and 
limited range of spectral coverage. Because of these 
deficiencies, there has been considerable interest in 
nondispersive infrared analyzers (NDIR), but they have 
also had such serious limitations'' as instabilities intro- 
duced by uncontrollable differences in the absorption 
introduced by the reference beam and by the measuring 
beam, microphonics associated with the Luft detectors 
frequently used to obtain sensitivity and specificity, and 
difficulties in making a single instrument adaptable to 
the measurement of several gases. The instrument to 
be described uses an NDIR principle that seems to 
Solve each of these problems. 

Description of Principle 

Successive attenuation of a beam of optical energy of 
wavelength A, by two absorption cells results in a reduc- 
tion of the intensity of the optical beam in accordance 
with Beer's law such that 

^Technique covered by patent disclosure ''Non- 
dispersive Auto Correlation Gas Analyzer' by John 
Dimcff, NASA Case ARC 1030S-1. Available for 
licensing under NASA patent regulations. 
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where Aq.Aj, and A 2 arc the combined avcrajtc attenua- 
lion, the dynamically varyinj^ attenuation introduced by ' 
the first cell, and the d^ tianiically varyinj; attenuation 
introduced by the second cell, respectively. Expansion 
of the exponential yields 
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While the above analysis is simplified (in that it as- 
sumes that remains constant during the process of 
;nodulatin^ the density, and that (}jc absorj)Lion occurs 
at a sin;;lc frequency) it sii^^;.csts die instrument shown 
conceptually in Fi:jj. 2, The following arc some of the 
advantages of such an instrument, 


1. There is a single uninterrupted optical path, , 
thereby eliminating the error introduced by 
such characteristics of systems using two 
alternative paths as changes in window trans- 
parencies and shutter liming, 

2, The energy spectrum (at the mean density) of 
the interrogating energy (reference cell ab- 
sorption signature) corresponds identically to 
the spectral absorption characteristics of the 
gas being sought, thereby maximizing the 
signal derived and the specificity of the 
measurements. 



It is apparent from the product term in the 

bracket of Eq, (3) that terms occurring at the sum and 
difference of the frequencies associated with A\ and A 2 
will be present, and that if and A 2 are sinusoids of 
amplitude 3 .^ and 32 and frequencies and cu 2 , respec- 
tively, the Fourier component of intensity fluctuation 
occurring at the heterodyne frequencies (cuj^ i 0 ^ 2 ) will 
be 


3. Detectors required in the instrument are solid 
state, thereby avoiding microphonics typical of 
instruments using Luft-tiqzre detectors. 

4, The reference cell may be filled with several 
gases as long as their spectra can be separated 
by means of interference filters or high absorp- 
tion gas filters, and independent sequential 
measurements of the concentration of the 
various gas components in the unknown sajnple 
can be made by sequentially inserting the appro- 
priate filters. 
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5. The technique should be applicable to a wide 
variety of gases, particularly for any gases 
with reasonably complex absorption line 
structures. 


(4) 

If the dynamic component of the intensity is introduced by 
modulating the density of the gas in the absorbing cells, 
the coefficients and a9, and the exponent Aq can be 
expressed in terms of the absorption coefficient, g, the 
path length of the individual absorbers, x, the mean 
density of the gas component used as an absorber, Pq, and 
the density fluctuation, Ap, by the relationships 


cos(ojj^ 4 o; 2 )tj| e 


a = pxAP and Aq = Poi^l^Ol ^02^2^02 


If, now, one were to detect the intensity with an elcc- 
e tronic system rcsjKinsive only to the component 
- a?2, the intensity fluctuation becomes 
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6. Normalizing the output by measuring the ratio 
I /I eliminates drifts and zero shifts 

due to changes in source intensity, window 
transparency, thermal distortions of the optical 
path, changes in detector sensitivity, systematic 
changes in amplifier gains with changes in line 
voltage, and changes in transparency of filters 
used to improve the specificity of the instru- 
ment- 

Altcrnative forms of the instrument might involve 
replacement of the broadband infrared source with a 
cell containing a fluorescing sample of the gas to be 
measured, and elimination of the external source and 
use of the sinusoidal pressure- induced fluorescence in 
the reference cell as a source of light to trans- 
illuniinate the gas in the sample cell. While these con- 
figur.ilions may have advantages in particular cases, 
the analytical and experimental information obtained to 
date has been coHccled with the configuration sho^\al in 
Fig. 2, The following sections present a better descrip- 
tion of the dynamic absorption process than is given 
above, and provide data on the sensitivity and cross- 
sensitivity of an cxperin^enUil instrument. 



Analysts 


The absorption coefficient Kj(i) of a particular line 
of the U or P branches with initial rotation quantum 
number, J, and final rotational quantum number, J\ 
can be approximated by 

^ + 

+6 


BJ (J ^ 1) 1 (7) 

kT J 

where S is the total absoi'ption band strength for the 
band of interest (for CO, S = 250 atm*"^ cm'"2), R is the 
ratio of the total gas density to the total gas density at 
NTP, f is the ratio of the partial pressure of the gas of 
interest to the total gas pressure in the cell, and is 
the position of the line center in wavenumbers. 

Because the linewidths in the two cells, and 62 * 
vary with time and usually are not equal, it is not pos- 
sible to calculate the heterodyne s^g^lal anal \d: i call y. 
Some orientation can be gained, however, by looking at 
the equation developed in the introduction for absorption 
at a single frequency (wavelength) within a single 
absorption line. 

Let A and A be defined such that 

^2 ~ 02^2'^ 02 

If the definitions of A and are compared with Eqs. 
(5) and ( 6 ), one sees that Eq. (G) can be rewritten as 
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CO and for path lengths of several centimeters in cell 1, 
the partial pressure required to make ftj 1 near the 
center of the stronger lines aniounts to a few tort. 

A second factor to be considered Is the effect of 
emissions from the gas of interest. The spontaneous 
emission from the (thermally populated) upper level of 
the vibration- rotation band of interest is also a function 
of temperature. 1 'his emission could cause a spurious 
signal 180“ but of phase with the absorption signal, but 
only when the much larger absorption signal is present. 
The effect of the emission signal, then, is to slightly re- 
duce the sensitivity of the system. The relative magni- 
tude of the signals is seen by realizing that the radiation 
from an optically thin gas at a temperature of 300“K is 
being compared with the radiation from an incandescent 
black-body source at several thousand degrees. For all 
practical purposes, then, the self-emission from the 
gas can be ignored. 

The third and most complex factor to evaluate is re- 
lated to the elimination of the simplifying assumptions 
made in the previous sections. Wliilc the analysis has 
assumed the absorption occurs at discrete lines, in air 
at NTP these lines have linewidths of the order of 0.1 
cm~^. The bulk of this width is due to Lorentz or colli- 
sion broadening. Most of the collisions experienced by 
the trace molecules will be with air molecules rather 
than with like molecules or those of other trace gases. 
The rate of collisions will be roughly proportional to the 
total gas density and the average molecular velocity, 
itself proportional to the square root of the temperature. 
The width of the line is proportional to this collision rate 
so that one can write for 6 » the haUwidth at halflieight, 
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IT the density of the gas is sinusoidally varied about a 
mean value then temperature, population of the various 
rotational states, linewidths, absorption, and spontaneous 
emission will also vary. In each cell the temperatures 
will be determined by the characteristics of the major 
constituents present (probably helium or other inert gas 
in the reference cell, air in the sample cell). 

Using familiar gas equations. 


One cannot freely choose the value of since it is 
proportional to the small amount of trace gas to be 
measured. However, since (defined as 
is proportional to the length of cell 1 , the strength of 
the absorption band at this wavelength and the partial 
pressure of the absorber gas in the reference cell (ceil 
1 ), A can be selected to optimize the performance. 
Taking the derivative of Eq. (G) with respect to and 
setting that derivative equal to zero, one finds that for 
** maximum signal, the partial pressure of absorbing gas 
in cell 1 should be that pressure necessary to make 
Aj 1 , i.c., the average reduction of the light in cell 1 
is Less absorption would reduce the modulation 

Signal due to chamber 1 while more absorption would re- 
duce the amount of light reaching chamber 2 to be modu- 
lated there. The amount of light needed can be roughly 
estimated by considering that, for l>q>ical gases such as 

/? 


PV = RT 
PV^ = constant 

Combining Eq. (10) and Eq. (13) yields 


y + i 



The distribution of population among rotational states 
is approximately given by 

7 i - 1 0 () 4 




where N is the total population of all the rotational 
stales^ Since Kj is a function of temperature, it is, like 
linc^\'^dtb, also a function of density. 

The hcterod>Timg process in the gas is complex. The 
optimum rejection of spurious signals is obtained when 
the absorption spectrum introduced by the reference cell 
exactly matches the abson>tion spectrum of the gas 
sought after in the sample cell. Yet each line absorbed • 
varies in its shape and in its peak height due to the 
temperature and density variations at the frequency of 
the density modulation; the relative peak intensities of 
the various absorption lines in the spectrum vary as a 
result of the temperature variations; and the tempera- 
ture and density dependent signatures of the reference 
and sample cells vary at different frequencies and 
through different amplitudes. Not unexpectedly, the 
solution of tlie heterodyning interaction is theoretically 
intractable. A computer analysis is in process, however, 
and will be used to provide more exact analytical results 
for several gases of interest. 

Experimental Evaluation 

The experimental apparatus used to investigate 
the heterod\Tie detection method of NDIR gas analysis 
is shown in Fig. 2. Infrared radiation from a blacld^ody 
source was passed through a jjair of pressure modulated 
cells, an interference filter, and a light collector to a 
PbSe photo com! active infrared detector. An interference 
filter was used to restrict the infrared radiation seen 
by the detector to the region of the absorption band of 
the gas of interest. The reference and sample cells, 
which contained gas mixtures at a total pressure of 
1 atm, were pressure modulated by means of University 
Sound I.D. GO acoustic drivers at angular frequencies 
of - 3000 and 0^2 ~ 4S00. respectively. Under 
resonant conditions, the total pressure modulation in 
the cells obtainable with this technique was up to 30^ 
of an atmosphere. The signal from the PbSe detector 
was amplified and passed through a high pass filter 
(\\dth a roll-off of 4S dB per octave from u; = 5400) 
to a Quantcch Wave Analyzer that measured the signal 
at the heterodyne frequency of cc'2 = 7S00 with 

a bandpass \NicIlh of 1 Hz. The geometrical arrange- 
ment of hlackbody source, light collector, and detector 
ensured that infrared energy reflected from the chopper 
and sample cell walls had very little chance of reach- 
ing the detector. This feature was very beneficial in 
that when both cells were filled with an infrared 
neutral gas such as dry N 2 the background detector 
signals obtained at and cci + 0:2 were 

negligibly small compared to those obtained when 
infrared active gases in the cells were unencumbered 
by background effects from cell wall reflcc lions. 

Threshold sensitivities of the heterodyne technique 
for lUc gases CO, :md N 2 O have been inoasux‘cd 

for 2 cm-long I'eferencc and sample cells, and have 
bcejx found to be 0.2. 4, and 0.4 ppnx for each gas, 
respectively. In addition, lower limits to the cross 


sensitivity of each of these gases for the other two gases 
have been established. It has been verified that large 
improvements in the rejection ratio can be gained with 
the use of gas negative filters, for those examples of 
gases having strong overlap in their absorption bands (in 
this case, CO and N 2 O). 

A summary of the results is given in Figure 6. 

The experimental conditions under which these re- , 
suits have been obtained arc: 

1. Sample and chopper cells 2 cm long 

2. Total pressure excursions of 20^ atm and 30% 
aim in the sample and chopper cells, respectively 

3. Operation of the blackbcdy source at a power 
level of 2 W (corresponding to less than a quarter 
of the maximum at which it can be operated) 

4. An integrating time constant of 10 sec. 

A serious limitation of the present apparatus is the 
nonlinearity of the thermoelectrically cooled PbSe de- 
tector and its preamplifier. For c.xample this non- 
linearity results in a large hctcrod^me signal wlxcn the 
sample and chopper cells are filled with CO 2 and N 2 O, 
respectively, since these gases produce large modula- 
tion of the infrared radiation. For the detector and 
electronics used, this corresponds to an apparent rejec- 
tion ratio of 500;1, when in fact the absorption spectra 
of these two gases near 4.3 i-iM have only a ver}^ small 
overlap and the rejection ratio must be quite large. 

This emphasizes the need for linearity in the detector 
and electronics if an instrument is to be insensitive to 
the presence of large quantities of gases having absorp- 
tion bands within the passband of the interference filter. 

A related problem is the large decrease in respon- 
sivity of the present detector as the light flux is in- 
creased. For c.xample, by raising the temperature of 
the blackbody source above that currently used, the 
radiation intensity can be raised fourfold. With the 
present detector biasing arrangement, however, the re- 
sponsivity drops by a factor of about four, and the de- 
tector becomes considcrabl}” more nonlinear. Hence, 
the present measurements have been performed at a 
reduced incident flux level of 1 \V/cm^, 

One ran expect, therefore, that a factor of four im- 
provement in gas sensitivity is possible with the present 
arrangement by designing the detector circuitry to re- 
tain its responsivity at high incident light flu.x levels. A 
further gain b}' a factor of about two in gas sensitivity 
can readily be obtained by rearranging the geometry of 
the gas cells to yield a higher pressure excursion in the 
chopper cell, and an additional factor of five can be ob- 
tained b)' providing a longer absorption path for the same 
pressure variation in the sample cell. These yield a 
potential gain of a factor of 40 in threshold sensitivity. 

It can be seen from the results summarized in Figure 
G and the improvements to the present apparatus noted 
above that the understanding of the problems associated 





with Uie hotcrod>T>c Irclniiquc at present indicates that 
ficnsilivUy of the order of 0.01 ppm for gases with 
Strong infrared absorption bands such as CO^, SOo. 

arul NO.^ should be obtainable. For the weaker infrared 
absorbers such as CO. NO, and HoS detection of 0.1 ppni 
should be feasible. 

^*Fie1d^* Instrument 

Based on the success of the preliminary analytical 
and experimental work, an insti-umcnt was designed to 
serve the dual purposes of facilitating further exi^cri’- 
monls and of providing a protot>-pc of a field instrument. 
Three basic changes were considered desirable and have 
been incoi-poratcd in the new instrument (Fig. 3 and *1). 
First, the optical system was modified to accommodate a 
longer pathlength in the sample cell (thereby providing 
greater sensitivity for trace concentrations) and to pro- 
vide space for several static absorption cells to contain 
gases used as filters (thereby allowing the reduction of 
the undesirable sensitivity to unwanted gases in special 
cases); second, the techniques used to provide density 
modulation were improved to allow a greater fractional 
modulation, to provide a controlled level of modulation 
and to provide '’self- tuning’* of the driver to the acoustic 
resonance of the Helmholtz resonators (thereby reducing 
changes in instrument performance with temperature); 
and third, the electronics were modified to provide 
phase-sensitive detection, locking the detection frequency 
to the (variable) difference between the drive frequencies 
of the reference and sample cell modulations (thereby 
avoiding ’’beat frequency” effects resulting from drifts in 
the relative frequencies of the spectrum analyzer and the 
Helmholtz modulator). 

Increasing the optical pathlength of the instrument by 
simply" stretching the optical system used in the experi- 
mental setup of Pig. 2 suffers from the disadvantage that 
the an^ount of light reaching the detector is reduced, 
causing the signal to be reduced accordingly. Since this 
Is clearly undesirable, the optical system was modified 
to Include relay lenses (Fig. 5). 

The optical train is made up of a number of discrete 
components, with alincment of the sections assured by a 
matching land-groovc system machined into the faces of 
the elements. The faces have a 5 cm -square cross 
Bcction with bolts at each corner. Each section is gas 
tight and may be filled with an inert gas if desired. 

Oring seals are used throughout- Sapphire windows 
arc used to seal the reference and sample cells. The 
entire optical train is designed to afford maxin^um inter- 
changeability and versatility while still remaining rigid. 

The system is designed to prevent any of the detected 
radiation from being reflected from the container walls, 
to form an out-of-focus image of the diffuse light 
‘‘Sources at the plane of the detector, and to insure that 
the image overfills the sensitive area of the detector. 
Slight variations in the optical geometry induced by 
vibrations of the system thereby cause a slight shifting 
of the source image relative to the detector. Since, 
howcNCr, the source i.s an extcncied area source, and the 
image is out of focus, the effect on the intensity of the 
detected light should be very small, 

A- 


The changes required to effect the desired mechan- 
ical modifications in t!\c Helmholtz resonator involved 
the scaling of volumes zind port dimensions, redesign of 
the matching section that couples the resonator to the 
audio driver, and modification of the electronics to allow 
closed-loop operation comrullecl !)>■ the measured pres- 
sure In the resonator. The mechanical changes arc 
fairly straightforward and need not be detailed here. 

The electronic systems for energizing the Helmholtz 
chambers are showoi in Fig. 8, along with the detection 
circuits. Each Helmholtz circuit contains a resonator, 
a power amplifier, an acoustic driver, a pressure 
sensor, and amplitude control circuitry connected in a 
positive feedback loop to cause sustained oscillations at 
the resonant frequency of tlie Helmholtz chamber. The 
difference between the amplitude of oscillation and a 
predetermined level produces an error signal that con- 
trols the resistance of an FET in an ACC loop to main- 
tain a constant amplitude. Any of three levels of 
oscillation may be selected with a front panel switch. 

The detection system in the new instrument consists 
of a tbcrmoclcctricaily-coolcd lead selcnidc detector, a 
low noise preamplifier, two phase-sensitive detectors 
(PSDs) to recover the (or^ - and signals, and a 
divider to provide the normafizcd output I /l 

to drive the output meter. The detector is cooled by a 
Peltier device with a thermistor in a feedback loop to 
hold the temperature at -22^C with less than 0.1"C 
variation. 

The reference signals for the PSDs are obtained 
directly from transducers measuring the pressure in the 
Helmholtz resonators, but obtaining the (:<;| -a'o) refer- 
ence requires additional circuitry. Defining the and 
a>2 signals as sin oqt and sin o.' 2 t. - cos cc'jt and - cos a'ot 
arc derived from unity gain, frequency independent, 90'’ 
phase shift networks. Sin is multiplied by sin o; 9 t 
and - cos is multiplied by - cos ojgt to give: 

sin sin ^2^ = ~ |^cos(c.>j - ui^)t - cos(wj - WgHj (16) 

and 

(-cos o;jt) (-cos ^ 2 ^) ” ^^cos(ctJ 2 - £i^)t cos(ci>j + 

(17) 

Equations (IG) and (17) are added to obtain a signal, 
cos (a;^ ^ ^'2^^ which is used as a reference for the 

^ r*SD, 

Because of nonlinearity in the multipliers used to 
perform the functions of Kqs. (IG) and (17), the 
cos(u’j ~u.' 2 )t reference signal is fed through a 48 dB/ 
octave. 200 Hz, low-pass filter to remove frequencies 
other than cos {c^ -a'c,)t. The complex signal from the 
preamplifier is fed through an identical filler prior to 
feeding its PSD to retain correct phasing of the (aj^-a;o) 
signal should or change with temperature or time 
or in ca.se the tilter following the multiplier change 
phase with lompciMturc. The output.s of the l^SDs are dc 
signals proportional to the 1 and L , signals in 
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the detector* These tic si*;nals arc smoothed with a 
3- see time consLant and fed to an annloR divider whose 
output drives n meter to indicate I ll . 

Fi^ires 8 through 1(5 arc detailed circuit diagrams of 
the individual blocks on Fig. 7- 

Conclusions 

The effectiveness of the Hctcrodjmc-NDIR technique 
for measuring trace quantities of gases has been demon’- 
slrated by laboratory tests using an absorption cell 
length of onl3^ 2 cm. Increased absorption cell length 
and other improvements incorporated in a prototype 


field instrument should provide the ability In detect the 
presence of any gas with a molceular vihr.Uion.il- 
rotational spectrum with sensjUviUes In some eases as 
high as five to.JlO parts pc»r btHinn. itejoction of 
spuriou.s readings introduced by intcrfiM- lug gases Is 
better than that of many in si rumen Is and may he signif- 
icantly improved by reducing detector luml inenrlty by 
electronic means or by use of negative gas filters In the 
optical path. 

The Hetcrodync-NDIR detection method appears to 
have great promise and general npplical)il ity in trace 
gas analysis^ and in developed form ii should prove to 
be a major new tool for gas analysis. 
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nCURE 3. HELD INSTEUMENT - EXTERNAL 
VIEW 


FIGURE 4. FIELD 1NSTJ5UMENT - INTEHIOR 
VIEW 
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FIGURE H. REFERENCE SIGNAL GENERATOR FIGURE 12. LOW PASS FILTER 

(«j - ^2) 






HGURE 13. PHASE SENSITIVE DETECTOR 


FIGURE 14. OUTPUT DIVIDER 



FIGURE 15. 0-180“ CONSTANT AMPLITUDE 
PHASE SHIFTER 
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FIGURE IG. THERMOELECTRIC COOLER 
CONTROL CIRCUIT 
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MINIATURE HELMHOLTZ RESONATOR STUDY 


INTRODUCTION 

The objective of this phase of the program was to develop 
Helmholtz resonator systems of reduced size, compared to the 
large and heavy resonators fitted to the 3-gas heterodyne demon- 
stration instrument. The basic plan was as follows: 

1. Investigate fundamental Helmholtz theory. 

2. Build and test models to check compliance to basic 
Helmholtz theory. 

3. Build and test resonators similar in concept to exist- 
ing art, but with some parameter variable. 

4. Use knowledge thus gained to build a first-generation 
miniature device. 

5. Iteratively develop as required to converge on the ob- 
jective, to the extent permitted by budget constraints. 


BASIC HELMHOLTZ THEORY 


The classical Helmholtz resonator consists of a thin-shelled 
sphere {Figure 1) with a circular aperture. Such a cavity ex- 
hibits a natural resonance of wavelength X when excited. This 

# 

natural resonance is given by 


( 1 ) 


1 





1 - 0.14324a 


R + 0.08455^ 


V 


R- 


where a and R are as shown in Figure 1. 
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Harold Levine, J. of Acoustical Society of Amer., Vol. 23 No. 3, 
May, 1951, p. 307-311. 
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The second term in parentheses is a correction factor for turbu- 
lence effects and non-infinite particle velocity at the aperture 
edge. With R = 1.5 inch and a = 0.25 inch, this correction is 
-3.6%. 


The Levine Theory assumes that the length of the aperture 
is zero. A more realistic and general relationship which a allows 
for aperture length is (Refer also to Figure 2) 


( 2 ) 


2 




A 

(1 + 



where A is the aperture area, 

1 the aperture length, 

V the cavity volume, 

6 the aperture "mass end correction", 
given by (3) and (4) below, and 
c the velocity of sound. 
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Condon, Handbook of Physics , 2nd edition, p. 3-125 etc. 
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(3) 


'o = 


16a 


where a is the aperture radius. This formula assumes the aperture 
radius is small relative to cavity dimensions. 

2 1/2 

(4) 6 = 0.96A ' for arbitrary aperture. 



S = aperiorfi. a_recx. 


Figure 2 


The basic (ideal) form of equation (2) is 

1/2 


(5)3 f = _E. A 

27t VI 


(5) has the same form as that for the natural frequency of an 
electric LC tank circuit: 


<6) f ^ ir 


1/2 


The lumped-constant parameters L and C can be interpreted as 
analogous to acoustical properties: 


(7) 


( 8 ) 
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V 

yP 

pi 


where ■ Y is the ratio of specific heats 
and P is the absolute pressure 


L where p is the gas density. 
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Reportedly from one of the books by P.M. Morse, 


title unknown 
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With the aid of the well-known relationship for the velocity of 
sound , 


(9) pC^ = yP, 

relations (6) through (8) may be manipulated to yield (5) . (2) is 

the same as (5) with an aperture correction added. 

R & D PROGRAM 

Our first experimental effort sought to find the nature and 
extent of performance differences produced by varying one of the 
geometric parameters of the cone-neck-cavity configuration as 
used in the heterodyne demonstration model. In particular ^ the 
length (and hence angle) of the cone section was varied. This 
apparatus is depicted by Figure 3. Excitation was by a small 
cone- type loudspeaker, open at the rear. The speaker, cone, and 
cavity were held together with a strap arrangement. 

Tests of this and most other apparatus were conducted with 
the setup of Figure 4. 

The variable-cone apparatus yielded poor and inconclusive 
results. In all cases, there were two resonances, both weak. 
Attempts to mathematically predict the resonant points were 
frustrated by the ill-defined boundaries between lumped-constant 
regions — if, indeed, such regions existed at all — and by uncer- 
tainty as to what was happening in the system or how to model it. 

Further attempts to evaluate these cones were abandoned and 
refuge was sought in the construction of an apparatus that more 
closely approached a lumped-constant ideal. This is shown in 
Figure 5. 


The first test with the Figure 5 setup was done using just 
the drive cavity and choke as shown in Figure 6. The 1/4-wave cap 
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was not yet fitted. Design of the apparatus permitted easy dis- 
assembly of parts and variation of choke length via threaded 
joints, couplings, and adapters. 



Formulas (2) and (4) were used to compute the frequency of 
response. The results are tabulated in Table 1 below. Frequency 
f^ is the stronger resonance, £2 the weaker, 

TABLE 1 

Notes; 1. All dimensions in inches, 

2. All pressure excursions 0.1 psia-pp. 


/ 


Line 

A 

1 

V 

f 

0 

(computed) 

(strong) 

^2 

(weak) 

1 

0.31 

0.25 

4.98 

627 

948 


2 

0.196 

0.50 

4.98 

433 

831 

428 

3 

0.196 

1.1 

4.98 

336 

778 

367 

4 

0.196 

2.75 

4.98 

233 

723 

— 

5 

0.196 

4.63 

4.98 

185 

704 

— 

6 

— ... 

closed 

4.98 


702 

, 1 
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Presence of the strong resonance at frequencies much 

higher than predicted is not explained. The closed test (line 6, 
Table 1) gave 702 Hz although standing-wave behavior would in- 
dicate 1571 Hz for a quarter-wave of 2.1 inches. 

The next test was performed in the configuration of Figure 
5 but without the 1/4-wave cap. These data are tabulated in 
Table 2 . 

Before commenting on, these results, some explanation is in 
order for the term v* in Table 2. 

When the apparatus shown in Figure 6 was (conceived, it was 
©rroneously believed the two cavities had to be the same volume. 
Indeed, the piston's function was to precisely equalize the volumes. 
It was thus surprising that a resonance could be found no matter 
where the piston was set, and it immediately became clear that we 
had the acoustic equivalent of an electrical pi-network, modeled 
as in Figure 7. 


L 



Figure 7. Electrical Model of Resonator 


The transfer function of this network is, in Laplace terminology, 

V2(S) 

(10) i“TsT ~ ~2 2 

^O^ ^ S [(C^+C2) + S 


%8 



TABLE 2 


A - 0.196, in all cases 


Line 

1 

Load 

Cavity 

Length 

V' 

f 

o 

(computed) 

^1 

(measured) 

*1 

o 

■ Q 

Voltage 

V 

PP 

Current 
mA PP 

1 

0.5 

2.0 

2.45 

612 

594 

1.032 

5.6 

— 

29 

2 

0.5 

1.0 

1.62 

752 

645 

1.166 

— 

— 

— 

3 

0.5 

0.5 

0.969 

972 

671 

1.45 

— 

— 

— 

4 

2.75 

2.0 

2.45 

333 

368 

1.105 

9.2 

— 

55 

5 

2.75 

1.0 

1.62 

409 

455 

1.112 

10.3 

— 

50 

6 

2.75 

0.5 

0.969 

529 

551 

1.042 

7.8 

— 

— 

7 

2.75 

0.62 

1.147 

486 

526 

1.082 

10.5 

— 

40 

8 

2.75 

0.75 

1.324 

453 

502 

1.108 

11.1 

— 

— 

9 

2.75 

0.88 

1.487 

427 

479 

1.12 

10.9 

— 

— 

10 

2.75 

0.75 

1.324 

453 

499 

1.102 

8.3 

5.7 

450 

11 

4.62 

0.75 

1.324 

359 

380 

1.058 

12.1 

1.15 

135 

12 

4.62 

0.75 

1.324 

359 

380 

1.058 

9.04 

14.0 

1500 


psi 

P-P 


0.044 

0.088 

0.112 

0.112 

0.110 

0.1.00 

1.00 

0.100 

1.00 
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The roots of this correspond to the natural frequencies: 


(lla) 

(llb) 

(llc) 



0 



^LCiC2y 


1/2 

, or 



^CitC2 

LC1C2 


1/2 


The acoustic analogs for the C's and L's are given in (7) and 
(8), respectively. 


Inspection of (11c) shows it to be similar to the familiar 
LC resonance equation 

/ \ 

1/2 

( 12 ) 


wherein 


(13) 



C = 


C^+C2 


This, of course, is just the net value of two series capacitors, 
Consequently, we see that the two acoustic cavities must act as 
though they were one, of volume 


(14) 


v' = 


V2 


This is the V' used in Table 2. 


Analysis of the data of Table 2 reveals the following; 

1, All calculated frequencies are too low, the error 

ranging from 3.2% to 45%, depending on the configuration. 
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2. The error becomes lower as the choke becomes longer, 

3. Compliance to the "series" cavity criteria of (14) is 
excellent insofar as the ratios of frequencies are 
concerned. 

4. Q's improved with longer chokes. This could be explained 
either by 

a. assuming the ratio of the imaginary to real parts 
of the choke impedance improves as length increases 
(on the basis of fixed end losses) and/or 

b, assuming the resulting lower frequencies per se 
involve lower losses. 

5. At constant exciter drive level, the pressure obtained 
increased as the load cavity was decreased. 

6. Q tended to be poorer at higher pressure levels. 

7. There was a complete absence of doubly resonant behavior 
at all configurations in Table 2. 

The most significant outcome from this experiment was 
realization of the method of using the ratio between the drive 
and load cavity volumes as a pressure amplifying or impedance 
matching mechanism. Of course, the use of pi-networks for analogous 
purposes in electric circuits, especially in radio circuits, is a 
well-established technique. 

Limitations of this apparatus include marginal cone travel 
and power handling ability of the exciter, and the extravagant 
emissions of acoustical energy to the rear. To overcome the 
former, one could design a special cone exciter and/or adjust the 
cavity ratios for optimum matching. To overcome the latter, one 
could use a closed compression-driver (limited to frequencies 
above 1 Khz) or enclose the exciter rear with sound inerting or a 
1/4-wave cap. With smaller geometry hardware, a compression- 
driver may be satisfactory, but note that it cannot be properly 
loaded so will not yield its efficiency potential. 
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CONCLUSIONS AND RECOMMENDATIONS 

1. Two“Cavity resonators were demonstrated, with reasonable 
conformance to theory, to represent a viable configura- 
tion in lumped-constant resonators of reduced bulk and 
mass . 

2. The use of double cavities to match impedances or amplify 
pressure has been shown theoretically and experimentally, 

3. The 1/4-wave cap is a possible method of controlling 
noise emission and simultaneously reducing drive power 
and enhancing Q. 

4. Efficacy of cone-shaped cavities or necks is not 
established. Our feeling at this time is that best 
performance will be realized with spheroidal, oblately 
spheroidal or ellipsoidal cavities coupled via short 
necks joined by properly faired intersections. 

5. Exciter self-resonance effects, free-air and ^ situ , 
are important and should be further evaluated. 

6. Optimxim type exciter is not firmly established but a 
high compliance, long-throw piston- type device is indi- 
cated as preferable to compression driver, although the 
latter might excel at smaller geometries. 

7. Streaming and turbulence are important at high amplitude, 
but much more investigation is necessary. 

8. Substantial further miniaturization appears entirely 
feasible, provided that considerations such as exciter 
resonance and loss mechanisms are properly dealt with; 
i.e., we see no fundamental barriers. Shape optimization 
will obviously be of paramount importance in very small 
systems . 


£,12 



